The anticipated diagnosis of various fatal diseases from the analysis of volatile organic compounds (VOC) biomarkers of the volatolome is the object of very dynamic research. Nanocomposite-based quantum resistive vapor sensors (vQRS) exhibit strong advantages in the detection of biomarkers, as they can operate at room temperature with low consumption and sub ppm (part per million) sensitivity. However, to meet this application they need to detect some ppm or less amounts of biomarkers in patients' breath, skin, or urine in complex blends of numerous VOC, most of the time hindered by a huge amount of water molecules. Therefore, it is crucial to analyze the effects of moisture on the chemo-resistive sensing behavior of carbon nanotubes based vQRS. We show that in the presence of water molecules, the sensors cannot detect the right amount of VOC molecules present in their environment. These perturbations of the detection mechanism are found to depend on the chemical interactions between water and other VOC molecules, but also on their competitive absorption on sensors receptive sites, located at the nanojunctions of the conductive architecture. This complex phenomenon studied with down to 12.5 ppm of acetone, ethanol, butanone, toluene, and cyclohexane mixed with 100 ppm of water was worth to investigate in the prospect of future developments of devices analysing real breath samples in which water can reach a concentration of 6%.
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Chemosensors 2018, 6, 64 2 of 20 fractions of VOC at the ppm (part per million) to ppb (parts per billion) level. Different techniques can be used to sense such low amounts of vapors to monitor health [21] [22] [23] . Among all methods available, conductive polymer nanocomposites (CPC) sensors [24] [25] [26] [27] [28] , optical sensors [29] [30] [31] , metal oxide based gas sensors [31] [32] [33] [34] [35] , and biosensors [36] [37] [38] have gained popularity for vapor sensing applications and in particular e-noses. In the literature, a special attention is paid to the collection of breath [39] [40] [41] [42] and the detection is mostly done at ppm or ppb concentrations, which more or less satisfies the final objective to develop an e-nose from the assembly of such sensors in array, but in most sensing experiments VOC are tested alone. However, in a real case scenario the VOC are dispersed in huge amounts of water vapors in breath. The amount of water vapor in breath is also an important issue for mechanically ventilated patients for whom an active humidifier is used [21] , that varies the amount of water in their breath. To facilitate the analysis of breath biomarkers, despite the presence of variable amounts of water, it can be removed by condensation or pre-concentration using different methods [43] [44] [45] [46] . However, many water-soluble VOC can also be lost in significant amounts, which can make very difficult the analysis of data and complicate the disease prediction.
Therefore, it appears useful to understand how a large amount of water molecules can affect the analysis of small concentrations of VOC biomarkers, by a sensor array for breath analysis application [22, 47] .
In the present study, we have explored some effects of water vapor on the chemo-resistive behavior of a set of different vQRS, exposed to different types of VOC having different polarities and present in exhaled breath. Water molecules can interact with analytes before impacting the transducer but also compete with them upon adsorption in the conductive polymer nanocomposite (CPC) layer and during their diffusion to the nano-junctions of the conducting architecture [48] [49] [50] [51] [52] . Polar VOC can be soluble in water at different degrees and sometimes can create hydrogen bondings [53] [54] [55] . Inversely, non-polar VOC molecules can more freely move within the VOC mixture dominated by water molecules and diffuse to the adsorption sites, which creates different competition pattern [56] . In order to investigate these different aspects, expected to govern the characteristics of the chemo-resistive response of polymer nanocomposite based vQRS, they have been exposed to mixtures of water vapor and VOC mixed in various proportions. Moreover to get closer to the composition of real breath, i. e., only few ppm of VOC were dispersed in thousand ppm of water molecules [57] .
Experimental Details
Materials for Sensors' Selectivity Tailoring
Multi-walled carbon nanotubes (MWCNT), later named CNT in the paper, were NC7000 kindly supplied by NANOCYL SA (Belgium), which are produced via the catalytic carbon vapor deposition (CCVD) process. This grade of MWCNT has a purity of 90%, an average diameter of 9.5 nm, and an average length of 1.5 µm. CNT were used as received without any further purification. The different polymers used for the CPC matrix, which main characteristics are recalled in Table 1 , were purchased from ACROS ORGANICS (France), for the poly(vinylpyrrolidone) PVP and the amorphous poly(styrene) aPS and from SIGMA ALDRICH for the amorphous poly(propylene) aPP. fractions of VOC at the ppm (part per million) to ppb (parts per billion) level. Different techniques can be used to sense such low amounts of vapors to monitor health [21] [22] [23] . Among all methods available, conductive polymer nanocomposites (CPC) sensors [24] [25] [26] [27] [28] , optical sensors [29] [30] [31] , metal oxide based gas sensors [31] [32] [33] [34] [35] , and biosensors [36] [37] [38] have gained popularity for vapor sensing applications and in particular e-noses. In the literature, a special attention is paid to the collection of breath [39] [40] [41] [42] and the detection is mostly done at ppm or ppb concentrations, which more or less satisfies the final objective to develop an e-nose from the assembly of such sensors in array, but in most sensing experiments VOC are tested alone. However, in a real case scenario the VOC are dispersed in huge amounts of water vapors in breath. The amount of water vapor in breath is also an important issue for mechanically ventilated patients for whom an active humidifier is used [21] , that varies the amount of water in their breath. To facilitate the analysis of breath biomarkers, despite the presence of variable amounts of water, it can be removed by condensation or pre-concentration using different methods [43] [44] [45] [46] . However, many water-soluble VOC can also be lost in significant amounts, which can make very difficult the analysis of data and complicate the disease prediction.
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Experimental Details
Materials for Sensors' Selectivity Tailoring
Multi-walled carbon nanotubes (MWCNT), later named CNT in the paper, were NC7000 kindly supplied by NANOCYL SA (Belgium), which are produced via the catalytic carbon vapor deposition (CCVD) process. This grade of MWCNT has a purity of 90%, an average diameter of 9.5 nm, and an average length of 1.5 µm. CNT were used as received without any further purification. The different polymers used for the CPC matrix, which main characteristics are recalled in Table 1 , were purchased from ACROS ORGANICS (France), for the poly(vinylpyrrolidone) PVP and the amorphous poly(styrene) aPS and from SIGMA ALDRICH for the amorphous poly(propylene) aPP. All solvents, chloroform, acetone, ethanol, 2-butanone, cyclohexane, and toluene (see Table 2 for more characteristics), were purchased from Sigma Aldrich and used as received. 
Sensors' VOC Supply Protocols
To investigate the effect of the presence of water on the detection of analytes by vQRS, different configurations of the experimental setup have been developed in order to mixt water with organic solvent vapors in different ways and concentrations ( Figure 1 ). In the first configuration VOC are tested alone at saturation, whereas in the second they are mixed with saturated water vapors during two cycles. Sensors are first washed in pure nitrogen for 5 min and then exposed either to the analyte or to its mixture with water for 5 min. In the third configuration water and VOC are introduced successively after N 2 washing, firstly both in saturated conditions and then at equal ppm concentrations, to analyze the effect of moisture on the detection of analytes. A final set of experiments was conducted to check whether sensors were able to detect solvent vapors in the presence of equal ppm amounts of water in the same stream. All solvents, chloroform, acetone, ethanol, 2-butanone, cyclohexane, and toluene (see Table 2 for more characteristics), were purchased from Sigma Aldrich and used as received.
To investigate the effect of the presence of water on the detection of analytes by vQRS, different configurations of the experimental setup have been developed in order to mixt water with organic solvent vapors in different ways and concentrations ( Figure 1 ). In the first configuration VOC are tested alone at saturation, whereas in the second they are mixed with saturated water vapors during two cycles. Sensors are first washed in pure nitrogen for 5 min and then exposed either to the analyte or to its mixture with water for 5 min. In the third configuration water and VOC are introduced successively after N2 washing, firstly both in saturated conditions and then at equal ppm concentrations, to analyze the effect of moisture on the detection of analytes. A final set of experiments was conducted to check whether sensors were able to detect solvent vapors in the presence of equal ppm amounts of water in the same stream. The concentration of solvent vapors was further decreased to check the performances of sensors when they are exposed to moisture contents closer to real breath, during two cycles. All the experiments have been repeated three times to calculate the average values of all parameters. The concentration of solvent vapors was further decreased to check the performances of sensors when they are exposed to moisture contents closer to real breath, during two cycles. All the experiments have been repeated three times to calculate the average values of all parameters.
Sensors' Fabrication by Additive Nano-Structuring
Quantum resistive vapor sensors (QRS) with a PVP matrix were prepared by three different methods to compare the influence of the processing conditions on the chemo-resistive behavior: The first method n • 1 (M1) consisted in spraying layer by layer (sLbL) a dispersion of MWCNT in chloroform (0.4 g·cm −3 ) under sonication with a Bransonic ® 3800 (Emerson, Saint-Louis, MO, USA) 40 kHz onto inter-digitated electrodes, and then drop-casting a polymer solution on the random network of CNT fabricated in the first step. In typical conditions, two drops (40 µL) of a PVP solution in chloroform (10 g·cm −3 ) were deposition on four layers of sprayed CNT. In the second method n • 2 (M2) four layers of the above stated PVP solution were sprayed on four layers of CNT. In the third method n • 3 (M3), 200 mg of PVP and 4 mg of CNT were co-dispersed in 20 cm −3 of chloroform and four layers of this dispersion were sprayed on electrodes. The initial resistances of the PVP-CNT sensors were 18 ± 9 kΩ, 49 ± 8 kΩ and 31 ± 6 kΩ for methods n • 1, n • 2, and n • 3 respectively. After optimization of the fabrication method, that will be discussed in Section 3.1, the method n • 2 was selected to prepare all sensors to test the effect of water on organic vapor sensing. Solutions of PVP, aPS, and aPP in chloroform were prepared with similar concentrations, and the sensors were fabricated by spraying two layers of the polymer solution (to keep constant the initial resistance of sensors) on four layers of CNT. The initial resistances (R 0 ) of sensors were 20 ± 6 kΩ, 24 ± 7 kΩ and 32 ± 14 kΩ for PVP-CNT, aPS-CNT and aPP-CNT respectively.
Sensors' Characterization by Dynamic Vapor Analysis (DVA)
The chemo-resistive properties of sensors were analyzed by measuring the changes in their electrical resistance upon exposure to alternate cycles (5 min) of dry nitrogen and pure vapor or mixture of vapors. Sensors were kept in a rectangular chamber (100 mm × 10 mm × 3 mm) with electrical connections for measurement. The dynamic vapor analysis (DVA) was conducted with saturated vapors on a homemade device able control precisely the vapors mass flows, the solvent bubbling, and the valves (opening/closing). The changes in resistance were measured with a Keithley 6517 multimeter and the data were recorded using the LabView software (National Instruments, Paris, France). The flow rates of both cycles were kept constant at 100 cm 3 ·min −1 . The response of the sensors can be expressed by calculating the relative amplitude (A R ) given in Equation (1):
where R 0 is the initial resistance of sensors in dry nitrogen stream and R is the resistance in the presence of pure or solvent-water vapor mix. An OVG4 organic vapor generator (Owlstone Ltd., Cambridge, UK) was used to generate flows of ppm solvent molecules. The OVG4 oven has three control parameters as sample flow, split flow and oven temperature to regulate ppm of vapor. Therefore, different oven temperatures were used to generate the same ppm amount for the six different solvents used in flows of 200 cm 3 ·min −1 (for mixtures of solvent and water vapors, two ovens were used simultaneously each at 100 cm 3 ·min −1 to make a total flow rate 200 cm 3 ·min −1 as in the case of pure solvent vapors). To check the sensitivity of sensors, a split flow up to 500 cm 3 ·min −1 was used to reduce the amount of solvent vapors down to 12 ppm in the presence of 100 ppm of water molecules.
Results and Discussion
Optimization of Sensors' Fabrication
In order to determine the effect of the sensors' fabrication steps on their chemo-resistive characteristics, they were exposed to a set of five VOC (ethanol, acetone, butanone, cyclohexane, and toluene) also considered as cancer biomarkers [3] . The differences in polarity and water solubility of these VOC are expected to allow a better understanding of the effect of their interactions with water molecules on their detection by the vQRS. Some of these VOC properties are reported in Table 2 [58] .
In Figure 2 it can be seen that the sensitivity of poly(vinylpyrrolidone) (PVP)-CNT sensors can be ranked according to their fabrication process, based on the average maximum amplitude of their chemo-resistive responses A R , after alternate exposures to nitrogen and six different VOC. It appears clearly that all the sensors prepared by method n • 1 are more sensitive to VOC than those prepared by method n • 2 and in turn than those prepared by method n • 3. Despite a couple of exceptions can be found, it is striking to notice that simply changing the steps of assembly of CPC transducers results in strong increases in sensitivity: 200% between M1 and M2 for ethanol and even 300% between M1 and M3 for cyclohexane. In Figure 2 it can be seen that the sensitivity of poly(vinylpyrrolidone) (PVP)-CNT sensors can be ranked according to their fabrication process, based on the average maximum amplitude of their chemo-resistive responses AR, after alternate exposures to nitrogen and six different VOC. It appears clearly that all the sensors prepared by method n°1 are more sensitive to VOC than those prepared by method n°2 and in turn than those prepared by method n°3. Despite a couple of exceptions can be found, it is striking to notice that simply changing the steps of assembly of CPC transducers results in strong increases in sensitivity: 200% between M1 and M2 for ethanol and even 300% between M1 and M3 for cyclohexane. However, as expected the selectivity of sensors is almost not altered by their mode of fabrication (Ar Ethanol > Ar Cyclohexane > Ar Acetone > Ar Butanone > Ar Water > Ar Toluene), excepted in the peculiar case of ethanol sensing, where M2 gives a lower response than M3. PVP is sensitive to alcohols like ethanol and methanol due to it's good solubility in these solvents [60] . Therefore, it can be concluded that the fabrication method only affects the sensitivity of sensors towards VOC, i.e., the amplitude of chemo-resistive signals. Nevertheless, although sensors fabricated with M1 are more sensitive they also lead to responses with larger standard deviation compared to the two other methods. In contrast, M3 is the method giving sensors with the highest stability, least deviation, best characteristics reproducibility ( Figure 2 ). Thus, the sensors fabricated with M2 are found to present the best compromise of chemo-resistive properties: good response, low signal deviation due to the use of spray. Finally, M2 was selected to fabricate all sensors for further investigations of the effect of water on VOC biomarkers' sensing. However, as expected the selectivity of sensors is almost not altered by their mode of fabrication (Ar Ethanol > Ar Cyclohexane > Ar Acetone > Ar Butanone > Ar Water > Ar Toluene), excepted in the peculiar case of ethanol sensing, where M2 gives a lower response than M3. PVP is sensitive to alcohols like ethanol and methanol due to it's good solubility in these solvents [60] . Therefore, it can be concluded that the fabrication method only affects the sensitivity of sensors towards VOC, i.e., the amplitude of chemo-resistive signals. Nevertheless, although sensors fabricated with M1 are more sensitive they also lead to responses with larger standard deviation compared to the two other methods. In contrast, M3 is the method giving sensors with the highest stability, least deviation, best characteristics reproducibility (Figure 2) . Thus, the sensors fabricated with M2 are found to present the best compromise of chemo-resistive properties: good response, low signal deviation due to the use of spray. Finally, M2 was selected to fabricate all sensors for further investigations of the effect of water on VOC biomarkers' sensing.
Effect of Water Vapor on VOC Sensing
Sensing of VOC in Saturated Conditions
The chemo-resistive responses of three different vQRS prepared by M2, PVP-CNT, PS-CNT, and PP-CNT have been recorded during their exposure to the five selected VOC biomarkers and water at saturation as seen in Figure 3 , using the experimental setup described in Figure 1a ,b. The vQRS matrices PVP, PS, and PP have been selected for their solubility parameters δt (see Table 1 ) close to those of the analytes recalled in Table 2 , expected to result in good intermolecular interactions [61, 62] (expressed by a small value of the χ 12 Flory-Huggins parameter of Equation (2)) and therefore large responses that can be correlated by an exponential law to χ 12 [63] [64] [65] [66] .
where V m is the molar volume of the solvent (cm 3 ·mol −1 ), T is the temperature (K), the ideal gas constant (R = 8.314 J·mol −1 ), and the analyte and polymer global solubility parameters δ Tana and δ Tpoly (J 1/2 ·cm −3/2 ), respectively.
vQRS matrices PVP, PS, and PP have been selected for their solubility parameters δt (see Table 1 ) close to those of the analytes recalled in Table 2 , expected to result in good intermolecular interactions [61, 62] (expressed by a small value of the 12 Flory-Huggins parameter of Equation (2)) and therefore large responses that can be correlated by an exponential law to 12 [63] [64] [65] [66] .
where Vm is the molar volume of the solvent (cm 3 ·mol −1 ), T is the temperature (K), the ideal gas constant (R = 8.314 J·mol −1 ), and the analyte and polymer global solubility parameters δTana and δTpoly (J 1/2 ·cm −3/2 ), respectively. In the standard device, nitrogen is bubbled in two parallel columns containing the analyte and water to generate two flows of saturated vapors, which are later mixed together. The concentrations of VOC molecules at saturation, expressed in ppm, are given in Table 2 . The values of AR maxima of five consecutive vapor/nitrogen cycles have been collected for all VOC, water and their mixtures in order to proceed to a principal component analysis (PCA) with the TANAGRA open software [67] . PCA is an effective method for data dimensionality reduction or denoising, which makes their representation easier, as it can be seen in Figure 3a . This pattern results from the projection of data on two axis PC1 and PC2 with a total variance of 77%, after they were assembled into a 56 × 4 matrix. The chemo-resistive responses of the sensors' array to pure VOC represented by solid circles on the PCA map are well separated, but in the presence of water vapors (hollow circles) it can be seen that the discrimination ability of the e-nose is strongly decreased, as all the points corresponding to VOC-water mixes get closer to each other on the PCA map. In particular, the responses of the e-nose To go further in the understanding of the PCA map results, it is instructive to come back to the chemo-resistive responses of the single sensors. Thus, it is amazing to notice in Figure 3b -d that depending on the chemical nature of the analyte, water can have an additive, subtractive or null contribution to the chemo-resistive response. For example, Figure 3b shows well that water molecules are bringing a significant additive contribution to the responses of PVP-CNT to ethanol, toluene and to a lesser extend to cyclohexane, but that it is the opposite for acetone and butanone. In In the standard device, nitrogen is bubbled in two parallel columns containing the analyte and water to generate two flows of saturated vapors, which are later mixed together. The concentrations of VOC molecules at saturation, expressed in ppm, are given in Table 2 . The values of AR maxima of five consecutive vapor/nitrogen cycles have been collected for all VOC, water and their mixtures in order to proceed to a principal component analysis (PCA) with the TANAGRA open software [67] . PCA is an effective method for data dimensionality reduction or denoising, which makes their representation easier, as it can be seen in Figure 3a . This pattern results from the projection of data on two axis PC1 and PC2 with a total variance of 77%, after they were assembled into a 56 × 4 matrix. The chemo-resistive responses of the sensors' array to pure VOC represented by solid circles on the PCA map are well separated, but in the presence of water vapors (hollow circles) it can be seen that the discrimination ability of the e-nose is strongly decreased, as all the points corresponding to VOC-water mixes get closer to each other on the PCA map. In particular, the responses of the e-nose to toluene and methanol vapors are difficult to separate from the other vapors when combined with a large amount of water molecules.
To go further in the understanding of the PCA map results, it is instructive to come back to the chemo-resistive responses of the single sensors. Thus, it is amazing to notice in Figure 3b -d that depending on the chemical nature of the analyte, water can have an additive, subtractive or null contribution to the chemo-resistive response. For example, Figure 3b shows well that water molecules are bringing a significant additive contribution to the responses of PVP-CNT to ethanol, toluene and to a lesser extend to cyclohexane, but that it is the opposite for acetone and butanone. In Figure 3c , water is negatively affecting the selectivity aPS-CNT, as all responses are strongly decreased excepted for ethanol vapor which amplitude is slightly increased. The chemo-resistive behavior of aPP-CNT in Figure 3d is also upset by water, but differently, this time additionally from levelling the high selectivity of aPP to cyclohexane, water is slightly enhancing the responses of the sensor to acetone toluene and ethanol vapors. Thus, it can be seen that the effect of water on the VOC detection of vQRS depends not only on the chemical nature of the CPC polymer matrix but also on the difference in polarity between the analytes and water molecules. Therefore, it is interesting to refine this analysis by decreasing the number of molecules sent to the sensors for detection, which is the object of the following paragraph.
Effects of Water Vapors at Low VOC Concentration Effects of Interactions between Water and VOC Molecules
Exposing vQRS to N 2 -VOC-H 2 O saturated vapors sequences according to the configuration described in Figure 1c yields the striking behavior shown in Figure 4 . It can be observed that during the third cycle water molecules are removing the solvent molecules already adsorbed at the sensors' nano-junctions, resulting in a decrease of responses' amplitude, a phenomenon which becomes steady after a certain time. This amazing effect may come from the lower concentration in water molecules at saturation (Table 2) leading to a concentration gradient that would initiate the diffusion of solvent molecules out of the sensor, until a dynamic equilibrium is established between adsorption of water molecules and desorption of solvent molecules. This assumed concentration gradient effect was eliminated by decreasing the number of molecules hitting the vQRS, replacing the bubbling unit with an OVG. This device is able to generate only ppm amounts of VOC and water successively, in controlled conditions using the configuration test of (Figure 5a,b) . Two types of experiments were performed by sending in the second and third cycles 100 ppm of VOC or water vapors in the setup, respectively labelled experiment 1 and 2. Surprisingly, similar effects were observed for all vapors in the two experiments as shown in Figure  5c ,d. Sending only 100 ppm of VOC or H2O vapors in the sensors' cell resulted in increasing AR of all sensors in the third cycle for both experiments, whereas using saturated vapors was leading to the opposite effect (a decrease of Ar). It can also be noticed that in all cases AR signals are reaching a plateau after every injection, indicating that 100 ppm of molecules are not sufficient to saturate all the active absorption sites in the sensors and induce the swelled of the matrix by clustering. The clustering step of the diffusion of molecules in a polymer nanocomposite has well been modelled in previous works and cannot be extensively described here [64, 67, 68] . In few words when the diffusing molecules enter the matrix in too large amount, they see only molecules with the same chemical nature already adsorbed on the sensors sites and thus they are accumulating in large amounts creating a volume expansion of the polymer that leads to very larges Ar characterized by the absence of plateau. This assumed concentration gradient effect was eliminated by decreasing the number of molecules hitting the vQRS, replacing the bubbling unit with an OVG. This device is able to generate only ppm amounts of VOC and water successively, in controlled conditions using the configuration test of (Figure 5a,b) . Two types of experiments were performed by sending in the second and third cycles 100 ppm of VOC or water vapors in the setup, respectively labelled experiment 1 and 2. Surprisingly, similar effects were observed for all vapors in the two experiments as shown in Figure 5c ,d. Sending only 100 ppm of VOC or H 2 O vapors in the sensors' cell resulted in increasing A R of all sensors in the third cycle for both experiments, whereas using saturated vapors was leading to the opposite effect (a decrease of A r ). It can also be noticed that in all cases A R signals are reaching a plateau after every injection, indicating that 100 ppm of molecules are not sufficient to saturate all the active absorption sites in the sensors and induce the swelled of the matrix by clustering. The clustering step of the diffusion of molecules in a polymer nanocomposite has well been modelled in previous works and cannot be extensively described here [64, 67, 68] . In few words when the diffusing molecules enter the matrix in too large amount, they see only molecules with the same chemical nature already adsorbed on the sensors sites and thus they are accumulating in large amounts creating a volume expansion of the polymer that leads to very larges A r characterized by the absence of plateau.
the active absorption sites in the sensors and induce the swelled of the matrix by clustering. The clustering step of the diffusion of molecules in a polymer nanocomposite has well been modelled in previous works and cannot be extensively described here [64, 67, 68] . In few words when the diffusing molecules enter the matrix in too large amount, they see only molecules with the same chemical nature already adsorbed on the sensors sites and thus they are accumulating in large amounts creating a volume expansion of the polymer that leads to very larges Ar characterized by the absence of plateau. Here, when the second vapor is introduced in the last cycle, there must still be active absorption sites available, that can further increase the AR of the vQRS. However, there could be a competition in the diffusion and/or adsorption on the remaining active sites of transducers, depending on the physico-chemical interactions between the two vapors. Nevertheless in Figure 5c ,d, it does not seem to be the case as the features of the AR increment are rather similar in both experiments, whatever the sequence of introduction of water. To check if the presence of water molecules could affect the subsequent absorption of a VOC according to its polarity and water solubility, and determine if there could be a competition between the vapors for the absorption on transducers sites, some parameters have been extracted from the chemo-resistive responses of Figure 5c The average values of AR parameters were calculated from three data points for each solvent in the two sets of experiments. Although, the trend of all curves looks similar, their amplitudes AR are different for each vapor depending on experimental conditions. Therefore, the behavior of each VOC was analyzed more finely in experiments 1 and 2 by calculating the Z1 and Z2 parameters. Z1 Here, when the second vapor is introduced in the last cycle, there must still be active absorption sites available, that can further increase the A R of the vQRS. However, there could be a competition in the diffusion and/or adsorption on the remaining active sites of transducers, depending on the physico-chemical interactions between the two vapors. Nevertheless in Figure 5c ,d, it does not seem to be the case as the features of the A R increment are rather similar in both experiments, whatever the sequence of introduction of water. To check if the presence of water molecules could affect the subsequent absorption of a VOC according to its polarity and water solubility, and determine if there could be a competition between the vapors for the absorption on transducers sites, some parameters have been extracted from the chemo-resistive responses of Figure 5c ,d to make a finer analysis of the behaviors.
These parameters are defined as: The average values of A R parameters were calculated from three data points for each solvent in the two sets of experiments. Although, the trend of all curves looks similar, their amplitudes A R are different for each vapor depending on experimental conditions. Therefore, the behavior of each VOC was analyzed more finely in experiments 1 and 2 by calculating the Z 1 and Z 2 parameters. Z 1 corresponds to the ratio of the solvents' relative amplitude (at 100 ppm) to the total maximum relative amplitude in third cycle (at 100 ppm) as described in Equation (3):
Z 1 is the % of active sites occupied by solvent molecules reported to the total active sites, when the solvent is sensed first. Similarly, the second experiment in which the three sensors are firstly exposed to 100 ppm of water vapors and secondly exposed to 100 ppm of solvent vapors, makes possible to express the ratio Z 2 as defined in Equation (4):
Z 2 is the % of sites occupied by solvent molecules reported to total active sites when the solvent is sensed after water vapors. Z 1 and Z 2 of the five solvents are compared separately for each sensor in Figure 6 . Similarly, the second experiment in which the three sensors are firstly exposed to 100 ppm of water vapors and secondly exposed to 100 ppm of solvent vapors, makes possible to express the ratio Z2 as defined in Equation (4):
Z2 is the % of sites occupied by solvent molecules reported to total active sites when the solvent is sensed after water vapors. It results that for the PVP-CNT, aPS-CNT and aPP-CNT sensors, the Z1 values were found respectively in the range of 80-90%, 75-89% and 85-95% for all solvents, which means that when the VOC is sent first, it is occupying most of available adsorption sites. Moreover the fact that Z1 values still depend on the interactions between the macromolecules from the matrix and VOC molecules, It results that for the PVP-CNT, aPS-CNT and aPP-CNT sensors, the Z 1 values were found respectively in the range of 80-90%, 75-89% and 85-95% for all solvents, which means that when the VOC is sent first, it is occupying most of available adsorption sites. Moreover the fact that Z 1 values still depend on the interactions between the macromolecules from the matrix and VOC molecules, and eventually their size as pointed out by Bouvrée et al. [68] , is a proof that the vQRS is preserved. Thus, for the PVP-CNT sensor, the highest value of Z 1 = 89.6% was obtained for ethanol. Similarly, aPS-CNT reached its highest value of Z 1 = 88.4% for toluene and aPP-CNT led to Z 1 = 86.8%, for cyclohexane, Z 1 = 91.9% for toluene and Z 1 = 94.5% for ethanol. Therefore, few effects on the adsorption sites of the vQRS are observed, when the VOC molecules are sensed before the water molecules are sent on the sensors' surface. However, it is very different in the second experiment where the solvent molecules are sensed after the sensors' have been exposed for 5 min to 100 ppm of water vapor. Now, most sites are occupied by H 2 O molecules, and the adsorption of new solvent molecules (Z 2 ) will depend on their molecular interactions/competition with water molecules.
Comparing the Z 2 values for the three vQRS shows that polar vapors like ethanol and acetone lead to lower Z 2 values than non-polar ones such as cyclohexane and toluene. The case of butanone is particularly interesting as it is a semi-polar molecule by nature, that can exhibit a non-polar character with PVP-CNT sensor (hydrophilic) and a polar one with both aPP-CNT and aPS-CNT sensors (hydrophobic), as attested by its Z 2 value of 26% for PVP-CNT, 18% for aPS-CNT and 15% for aPP-CNT. Figure 6 shows that 16% of the active sites were occupied by ethanol and acetone in PVP-CNT, and about 20% in aPS-CNT and 15% in aPP-CNT sensors, while the Z 2 values of cyclohexane and toluene were 23% for PVP-CNT, 31% for aPS-CNT and respectively 37% and 31% for aPP-CNT. Hence in the third cycle, non-polar vapors can occupy up to 20% more active sites than polar vapors in the presence of H 2 O molecules.
In summary, the adsorption of VOC is affected by the presence of water in different ways:
Firstly, when polar molecules such as H 2 O are occupying active sites, they are hindering the absorption of newly arriving molecules in particular at the conducting junctions but depending on their affinity with the macromolecules of the CPC transducer, some sites can be freed. Secondly, the non-polar vapors like cyclohexane and toluene are more effective to free the active sites occupied by water at junctions, than polar VOC such as acetone and ethanol because their affinity for the polymer matrices is larger. Additionally, polar-polar interactions resulting in partial solubility of polar solvents molecules in water could prevent them from directly competing on the sites. This behavior is further confirmed in Section 3.3, and the corresponding mechanism is discussed in Section 3.4. The third kind of effect concerns semi-polar vapors like butanone which adsorption depends on the nature of the macromolecules of sensors, they can behave like non-polar vapors for PVP and like polar ones for aPS and aPP.
Effects of Interactions between VOC Molecules and Sensor's Macromolecules
As already pointed out in the previous paragraph, the effect of water on VOC detection depends on the number of adsorption sites available, on the polarity of vapors but also on the difference of interactions between these vapor molecules and the polymer matrix of the transducer. Behind the simple statement of the hydrophilic nature of PVP and the hydrophobic behavior of PS and PP that can explain roughly the detection results obtained, it is interesting to refine this analysis by considering the diffusion kinetics of analytes in the transducer. An indirect way to approach this notion is to follow the time required by the transducer to reach a plateau (the saturation time t S is determined by the intercept between the slope at origin and the plateau), and the speed at which this equilibrium is reached (the saturation rate is determined by the slope at origin M W 2 ). These two parameters can be easily determined from the typical curves expressing the chemo-resistive response A r against time of For transducers with hydrophobic polymer matrices like aPS and aPP (respectively green and blue bars in Figure 7a ), the diffusion behavior is rather different from that observed with PVP. All solvents in both experiments have nearly similar saturation times. Only cyclohexane is found to reach quicker the saturation than water with aPS based transducers.
The same trends are observed with the rate of absorption of water in the third cycle, after vQRS have already been exposed to each VOC. Figure 7b shows that while the speed of diffusion of water in PVP is decreasing with the polarity of the solvent that preceded it, in aPS and aPP almost no variation of rate of adsorption is seen. Nevertheless, it seems that water diffuses about 30% more quickly in aPP than in aPS and that when cyclohexane preceded water its rate was slightly increased.
To summarize, for transducers based on non-polar matrices such as aPP and aPS, the order in which the solvents are submitted to the vQRS does not change much their speed of diffusion, whereas for a polar based transducer like PVP, the order matters, and the rate of diffusion of water increases when it has been preceded by a polar vapor. Moreover, in this case, the time of saturation of non-polar vapors preceded by water are increased of 30 to 50%.
Sensing Some Tens of ppm of VOC in a Humid Environment
New experiments have been conducted using the setup described in Figure 1d . In a first configuration, both water and VOC streams are blended with an initial concentration of 100 ppm and flow rates of 100 cm 3. min −1 , yielding a total mixture of 200 ppm concentration and 200 cm 3. min −1 flow rate. The resulting relative amplitudes of the three sensors exposed to the set of five VOC are collected in Figure 8 . It can be observed that water tends to decrease the response amplitude of all polar VOC (acetone and ethanol) whatever the transducer. Inversely, the response of non-polar VOC (toluene and cyclohexane) is increased when mixed with water. This behavior is found to be similar for the three vQRS at 100 ppm of VOC in a humid atmosphere but also at 12.5 ppm as it will be seen in the following. The response of the semi-polar vapor (butanone) is depending on the nature of the sensor's polymer matrix according to the discussion made in the previous paragraph. It can be noticed that for a hydrophilic transducer such as PVP-CNT (red bars in Figure 7a ), the saturation time of all solvents in the third cycle is always larger than that of water in the third cycle. But, whereas for polar vapors like acetone and ethanol t S is only slightly longer than that of water, for non-polar vapors such as toluene and cyclohexane t S can be respectively 60% and 40% longer than that of water. As already noticed butanone has an intermediate behavior due to its semi-polar nature. This means that when the transducer is hydrophilic, water can diffuse to the remaining junctions almost at the same speed as other polar vapors but much faster than the non-polar vapors, which is providing another way to discriminate analytes than simply using the maximum amplitude of signals.
For transducers with hydrophobic polymer matrices like aPS and aPP (respectively green and blue bars in Figure 7a ), the diffusion behavior is rather different from that observed with PVP. All solvents in both experiments have nearly similar saturation times. Only cyclohexane is found to reach quicker the saturation than water with aPS based transducers.
New experiments have been conducted using the setup described in Figure 1d . In a first configuration, both water and VOC streams are blended with an initial concentration of 100 ppm and flow rates of 100 cm 3 ·min −1 , yielding a total mixture of 200 ppm concentration and 200 cm 3 ·min −1 flow rate. The resulting relative amplitudes of the three sensors exposed to the set of five VOC are collected in Figure 8 . It can be observed that water tends to decrease the response amplitude of all polar VOC (acetone and ethanol) whatever the transducer. Inversely, the response of non-polar VOC (toluene and cyclohexane) is increased when mixed with water. This behavior is found to be similar for the three vQRS at 100 ppm of VOC in a humid atmosphere but also at 12.5 ppm as it will be seen in the following. The response of the semi-polar vapor (butanone) is depending on the nature of the sensor's polymer matrix according to the discussion made in the previous paragraph. In the second configuration, the concentration of VOC is decreased from 100 to 12.5 ppm in 100 ppm of water at the same flow rate. It is interesting to note that even at very low content (12.5 ppm), all vQRS can detect the VOC despite a H2O content about eight times larger. Quantitatively, no changes are observed in the responses of the PVP-CNT transducer, when it was exposed to 12.5 ppm of ethanol in 100 ppm of water, whereas its amplitude was decreased of about 30% for acetone. However, the amplitude of the signals obtained for non-polar vapors were increased of 70% and 16% for toluene and cyclohexane respectively. For butanone, AR was decreased of 11.7% at 100 ppm but it was increased of 4.5% at 12.5 ppm (Figure 8 a,b) . For the aPS-CNT transducer a decrease in Ar In the second configuration, the concentration of VOC is decreased from 100 to 12.5 ppm in 100 ppm of water at the same flow rate. It is interesting to note that even at very low content (12.5 ppm), all vQRS can detect the VOC despite a H 2 O content about eight times larger. Quantitatively, no changes are observed in the responses of the PVP-CNT transducer, when it was exposed to 12.5 ppm of ethanol in 100 ppm of water, whereas its amplitude was decreased of about 30% for acetone. However, the amplitude of the signals obtained for non-polar vapors were increased of 70% and 16% for toluene and cyclohexane respectively. For butanone, A R was decreased of 11.7% at 100 ppm but it was increased of 4.5% at 12.5 ppm (Figure 8 a,b) . For the aPS-CNT transducer a decrease in A r of 8.5% and 26.5% can be seen for an exposure to 12.5 ppm of acetone and ethanol in 100 ppm of water respectively. For non-polar vapors, A r was increased of 15% and 35% for toluene and cyclohexane respectively whereas the response to butanone was decreased of 11.7% at 100 ppm and increased by 4.5% at 12.5 ppm. Similarly, A r of aPP-CNT transducer decreased of 18% when exposed to 12.5 ppm of acetone in 100 ppm of water but did not change much more than by a couple of percentage points for cyclohexane, toluene, and butanone.
In summary, the procedure used in this paragraph allowed to see the effect of the amount of water on the detection of VOC, when the VOC:H 2 O ratio is decreased from 1:1 to 1:8. In the first case A r of the VOC/H 2 O mix is inferior to that of the pure solvent when the VOC is polar and superior when the VOC is non-polar. Butanone has the same behavior as the polar solvent. In the second case, the same trends are kept excepted for butanone which behaves like non-polar solvents. Moreover, the aPP-CNT transducer has almost no more selectivity excepted for acetone, whereas PVP-CNT and aPS-CNT have preserved a discrimination ability. Figure 9 is showing a 2D representation of the discrimination ability of the three vQRS after a PCA mapping of their responses to the five pure VOC at a concentration of 100 ppm and to their mixes with 100 ppm of water (in a 1:1 ratio).
Chemosensors 2018, 6, 64 14 of 20 of 8.5% and 26.5% can be seen for an exposure to 12.5 ppm of acetone and ethanol in 100 ppm of water respectively. For non-polar vapors, Ar was increased of 15% and 35% for toluene and cyclohexane respectively whereas the response to butanone was decreased of 11.7% at 100 ppm and increased by 4.5% at 12.5 ppm. Similarly, Ar of aPP-CNT transducer decreased of 18% when exposed to 12.5 ppm of acetone in 100 ppm of water but did not change much more than by a couple of percentage points for cyclohexane, toluene, and butanone. In summary, the procedure used in this paragraph allowed to see the effect of the amount of water on the detection of VOC, when the VOC:H2O ratio is decreased from 1:1 to 1:8. In the first case Ar of the VOC/H2O mix is inferior to that of the pure solvent when the VOC is polar and superior when the VOC is non-polar. Butanone has the same behavior as the polar solvent. In the second case, the same trends are kept excepted for butanone which behaves like non-polar solvents. Moreover, the aPP-CNT transducer has almost no more selectivity excepted for acetone, whereas PVP-CNT and aPS-CNT have preserved a discrimination ability. Figure 9 is showing a 2D representation of the discrimination ability of the three vQRS after a PCA mapping of their responses to the five pure VOC at a concentration of 100 ppm and to their mixes with 100 ppm of water (in a 1:1 ratio). Figure 9 shows that using a set of three vQRS (one polar and two non-polar) allows to discriminate well the five pure VOC between them, the mixes between them, but that there can be some overlapping between pure VOC and mixes that could require the use of a third projection PC3, or the introduction in the sensor's array of a fourth vQRS. Additionally, it is found that the average distance between the cluster's centres for the pure solvents is 66.54% less important than for the mixes.
Chemo-Resistive Behavior of vQRS Exposed to VOC-H2O Mixes
The chemo-resistive behavior of vQRS exposed to mixes of VOC and water vapors is rather complex as it depends on the multiple interactions that the different molecules involved can have together. Actually, vapor molecules can interact together before they can interact with carbon nanotubes and the macromolecules of the matrix. Off course the nature of these complex interactions will also depend on the number of molecules involved and the intensity and polarity of the interactions, what cannot be completely investigated in this paper. Although the polar vapors studied are not true electrolytes, they can give rise to strong H-bonding with water molecules. In the vapor mixture polar molecules like acetone can be surrounded by several water molecules depending on the faction of both, to make a stable quasi clathrate structure [69] . Therefore, the Figure 9 shows that using a set of three vQRS (one polar and two non-polar) allows to discriminate well the five pure VOC between them, the mixes between them, but that there can be some overlapping between pure VOC and mixes that could require the use of a third projection PC3, or the introduction in the sensor's array of a fourth vQRS. Additionally, it is found that the average distance between the cluster's centres for the pure solvents is 66.54% less important than for the mixes.
Chemo-Resistive Behavior of vQRS Exposed to VOC-H 2 O Mixes
The chemo-resistive behavior of vQRS exposed to mixes of VOC and water vapors is rather complex as it depends on the multiple interactions that the different molecules involved can have together. Actually, vapor molecules can interact together before they can interact with carbon nanotubes and the macromolecules of the matrix. Off course the nature of these complex interactions will also depend on the number of molecules involved and the intensity and polarity of the interactions, what cannot be completely investigated in this paper. Although the polar vapors studied are not true electrolytes, they can give rise to strong H-bonding with water molecules. In the vapor mixture polar molecules like acetone can be surrounded by several water molecules depending on the faction of both, to make a stable quasi clathrate structure [69] . Therefore, the structuring of water and VOC molecules according to the scheme described in Figure 10 could explain the fact that vQRS are not able to detect the same amount of acetone and ethanol molecules, compared to single vapors, when they are blended with the same quantity of water molecules (100 ppm). Thus, the binding of acetone with water molecules could prevent part of them to diffuse and swell the nano-junctions leading to chemo-resistive responses of least amplitude. explain the fact that vQRS are not able to detect the same amount of acetone and ethanol molecules, compared to single vapors, when they are blended with the same quantity of water molecules (100 ppm). Thus, the binding of acetone with water molecules could prevent part of them to diffuse and swell the nano-junctions leading to chemo-resistive responses of least amplitude. For non-polar VOC molecules such as toluene and cyclohexane no strong interactions are expected with the water molecules. When they are mixed with water they just compete with these molecules for the adsorption on the transducers' surface and the diffusion to the active sites of disconnection of the CNT conducting architecture. This time the competition depends on the specific interactions between the vapors and the transducers' macromolecules, that can be either van der Waals or hydrogen bondings. Hydrophilic transducers will absorb more likely water whereas hydrophobic ones will favour the absorption of non-polar vapors. In both situations, it seems that the sensors can absorb a larger number of molecules compared to pure non-polar VOC, as the chemo-resistive responses are always larger for the mixes. This behavior suggests that water and non-polar VOC molecules don't compete for exactly the same sites, thus leading to the disconnection of a larger possible number of nano-junctions as schematized in Figure 11 . Semi-polar VOC like butanone have a more subtle behavior in between the two former cases evoked. It can behave like a polar VOC at 100 ppm in 100 ppm of water or like a non-polar vapor at 12.5 ppm in 100 ppm of water. For non-polar VOC molecules such as toluene and cyclohexane no strong interactions are expected with the water molecules. When they are mixed with water they just compete with these molecules for the adsorption on the transducers' surface and the diffusion to the active sites of disconnection of the CNT conducting architecture. This time the competition depends on the specific interactions between the vapors and the transducers' macromolecules, that can be either van der Waals or hydrogen bondings. Hydrophilic transducers will absorb more likely water whereas hydrophobic ones will favour the absorption of non-polar vapors. In both situations, it seems that the sensors can absorb a larger number of molecules compared to pure non-polar VOC, as the chemo-resistive responses are always larger for the mixes. This behavior suggests that water and non-polar VOC molecules don't compete for exactly the same sites, thus leading to the disconnection of a larger possible number of nano-junctions as schematized in Figure 11 . Semi-polar VOC like butanone have a more subtle behavior in between the two former cases evoked. It can behave like a polar VOC at 100 ppm in 100 ppm of water or like a non-polar vapor at 12.5 ppm in 100 ppm of water.
non-polar VOC molecules don't compete for exactly the same sites, thus leading to the disconnection of a larger possible number of nano-junctions as schematized in Figure 11 . Semi-polar VOC like butanone have a more subtle behavior in between the two former cases evoked. It can behave like a polar VOC at 100 ppm in 100 ppm of water or like a non-polar vapor at 12.5 ppm in 100 ppm of water. Right now, this phenomenon is not completely understood are requires additional experiments to make realistic assumptions. But it could be argued that the assembly of butanone with water molecules could change its polarity depending on the number of the later, i.e., a large amount of H 2 O could make butanone polar by completely covering it, whereas a too low quantity of H 2 O would not prevent the non-polar character of butanone to be expressed.
Conclusions
In the context of the emerging research field of volatolomics, intending to diagnose various serious diseases such as cancers by the imprint analysis of the VOC biomarkers emitted by the body with e-noses, it makes sense to study the impact of water vapor on the sensing behavior of a vQRS matrix.
Water molecules generally present in significant amounts in the volatolome (breath, urine, sweat, tears) were found to significantly affect the chemo-resistive responses to VOC biomarkers in several ways:
By combining with them before the adsorption on the transducer or competing with them for the adsorption on the nano-junctions. Humidity will also affect the adsorption of VOC on the polymer matrix of the transducers depending on their polarity. It is observed that the response of vQRS to polar VOC (tested with acetone and ethanol) is generally decreased by moisture whereas the opposite trend is obtained for non-polar VOC (tested with cyclohexane and toluene). For semi-polar vapors like butanone, the chemo-resistive behavior of mixes with water depends on the proportion of both vapors. These findings are suggesting that H 2 O by combining with analytes before their adsorption can compete or collaborate to respectively improve or degrade the detection by the vQRS. The different experimental sequences of test shed light on the notion of "number of available active sites towards junctions' disconnection", for both polar and non-polar VOC, at the origin of the chemo-resistive signal. This brought elements of understanding and interpretations of non-trivial experiments of vapor sensing with VOC/H 2 O blends. For example, when submitting the vQRS to a VOC/H 2 O sequence both at saturation results in a negative contribution of H 2 O, whereas when the successive flows only contain 100 ppm of vapor, this contribution is positive. The order of the vapors also matters, and the comparison shows which amount of sites can be occupied by H 2 O or not, depending on the nature the VOC. A better understanding of vQRS capability and robustness in the presence of moisture is also provided by experiments showing that VOC only present at 100 ppm and 12.5 ppm can be detected among 100 pmm of H 2 O, especially if a PCA projection is used. Although the evidence of the preservation of vQRS discrimination ability at low VOC concentrations was provided, it was of course strongly decreased with the number of analyte molecules and the ratio of H 2 O molecules. Thus, any device able to minimize the amount of water in the blend of vapor composing the volatolome will improve the pattern recognition and in fine the diagnostic score.
From a fundamental point of view, these findings show the necessity to take into account, during vapor sensing experiments on blends, the association of water molecules with other analytes that can result in either positive or negative effects on the chemo-resistive response Ar. By extension it can be considered that any volatile molecule can possibly interact with another analyte thus modifying their expected fingerprint when analyzed by the e-nose.
From a practical point of view, this means that after identification of the most abundant volatile species in a breath sample, several combinations of molecules in simples blends comprising only two or three analytes should be implemented in the training protocol of the e-nose. Moreover, the ability of vQRS to still permit measurements even in difficult experimental conditions, such as high moisture levels, would allow to use them without extensive extraction of water prior to analysis. Although their precision would be impacted by water, they could be able to detect molecules of interest otherwise extracted with water.
Finally, as all VOC studied were part of cancer biomarkers it is expected that the vQRS developed in this study would be worth to be implemented in e-noses used for extended studies on anticipated diagnosis of such disease. 
